Réalisation d'un spectromètre infra-rouge de résolution moyenne, corrigé de la coma.
A middle resolution spectrometer according to a symmetrical Z-shaped setup in a vertical plane is described. The arrangement with the slits over and under the grating reduces coma and eliminates unwanted reflections.